Assessment of Vitamin B\textsubscript{12} Absorption Based on the Accumulation of Orally Administered Cyanocobalamin on Transcobalamin

Tore Forsingdal Hardlei,1* Anne Louise Mørkbak,1 Mustafa Vakur Bor,1 Lynn B. Bailey,2 Anne-Mette Hvas,3 and Ebba Nexo1

BACKGROUND: Vitamin B\textsubscript{12}, or cobalamin (Cbl), is absorbed in the intestine and transported to the cells bound to transcobalamin (TC). We hypothesize that cyanocobalamin (CNCbl) is absorbed unchanged, thereby allowing measurement of the complex of CNCbl bound to TC (TC–CNCbl) to be used for studying the absorption of the vitamin.

METHODS: TC was immunoprecipitated from serum samples obtained from healthy donors at baseline and at 24 h after oral administration of three 9-μg CNCbl doses over 1 day. Cbl was released by treatment with subtilisin Carlsberg. The different forms of Cbl were isolated by HPLC and subsequently quantified with an ELISA-based Cbl assay.

RESULTS: At baseline, the median TC–CNCbl concentration was 1 pmol/L (range, 0–10 pmol/L); the intra-individual variation (SD) was 1.6 pmol/L (n = 31). After CNCbl administration, the TC–CNCbl concentration increased significantly (P = 0.0003, paired t-test), whereas no major changes were observed in any of the other Cbl forms bound to TC (n = 10). Only a moderate additional increase in TC–CNCbl was observed with prolonged (5 days) CNCbl administration (n = 10). We designed an absorption test based on measuring TC–CNCbl at baseline and 24 h after CNCbl intake and established a reference interval for the increase in TC–CNCbl (n = 78). The median absolute increase was 23 pmol/L (range, 6–64 pmol/L), and the relative increase was >3-fold.

CONCLUSIONS: Our data demonstrate that CNCbl is absorbed unchanged and accumulates on circulating TC. We suggest that measuring TC–CNCbl will improve the assessment of vitamin B\textsubscript{12} absorption.

© 2010 American Association for Clinical Chemistry
absorbed unmodified. In individuals on a typical diet, CNCbl accounts for only a minor part of the Cbl in the circulation. The major forms are hydroxocobalamin or aquocobalamin (OHcbl) and the 2 coenzyme forms of Cbl, 5'-deoxyadenosylcobalamin (AdoCbl) and methylcobalamin (MeCbl) (1, 13).

The aim of the present study was to document whether CNCbl is absorbed unmodified and if this is the case, to explore the use of measuring TC-bound CNCbl (TC–CNCbl) for assessing vitamin B₁₂ absorption.

Experimental Design and Methods

STUDY PARTICIPANTS AND SAMPLES

Serum samples were obtained from 3 previously characterized populations, all consisting of healthy donors. Except for the samples in cohort A, all samples were collected without any protection from light. Cohort A samples were collected into foil-wrapped test tubes, and all subsequent handling steps were performed in dim red light until the sample was applied to the HPLC instrument.

Cohort A consisted of 4 females and 10 males between 18 and 49 years of age. These individuals were randomly chosen from a population that received oral supplements of 9 μg CNCbl at 0, 5.5, and 11 h after collection of the baseline sample (9). Ten light-protected pairs of serum samples obtained at baseline and at 24 h after intake of the first CNCbl dose were analyzed for all forms of Cbl on TC.

Cohort B consisted of 9 males and 22 females between 25 and 57 years of age (11). We analyzed samples obtained on 2 consecutive days before vitamin B₁₂ supplementation.

Cohort C consisted of 78 individuals, 40 males and 38 females between 21 and 81 years of age (10). These individuals received oral supplements of three 9-μg CNCbl doses at 0, 6, and 12 h after collection of the baseline sample; they continued to take 3 vitamin B₁₂ doses per day for 5 days. Blood samples were collected at baseline (day 0) and on days 1, 2, 3, 4, and 7. We analyzed the samples collected at baseline and at 24 h for all individuals in this cohort. In addition, we evaluated all samples obtained from 10 randomly chosen individuals. HoloTC was previously measured in all of the samples from cohort C (10).

ENZYMATIC EXTRACTION OF CBL FROM TC

All handling of serum samples and material obtained from serum was done in 2-mL polypropylene tubes (Sarstedt) or 200-μL conical vials (MicroLab). Samples from cohort A were handled in foil-wrapped tubes and in dim red light, whereas no light precautions were taken for cohorts B and C. TC in the samples was immunoprecipitated by incubating 200 μL serum with 25 μL magnetic microspheres covered with monoclonal antibodies to TC (kindly donated by Axis-Shield, Dundee, Scotland, UK). We treated the immunoprecipitated TC for 2 h at 37 °C with 100 μL of subtilisin Carlsberg from Bacillus licheniformis (EC 3.4.21.14; Sigma–Aldrich) in 0.1 mol/L Tris-HCl, pH 7.4 (Sigma–Aldrich), as previously described (14).

HPLC OF RELEASED CBL

The Cbl forms were separated by HPLC, as described by Jacobsen et al. (15). The HPLC apparatus (HP 1100; Agilent Technologies) was fitted with a precolumn (SecurityGuard cartridge C18, 4 × 3 mm; Phenomenex) followed by a reversed-phase column (Luna 3 μm C18, 150 mm × 4.6 mm; Phenomenex). Both columns were thermostated at 20 °C. A gradient of acetonitrile (J.T. Baker) in 0.05 mol/L phosphoric acid, pH 3, was applied 4 min after injection of 90 μL of sample, calibrator, or standard. Eluted fractions were collected, and the eluent in the fractions was lyophilized (HetoVac).

Standard solutions, calibrators, and samples.

Standard solutions containing 100 pmol/L OHcbl, CNCbl, AdoCbl, and MeCbl (all from Sigma–Aldrich) were separated with HPLC to determine the retention times of the different Cbls. Seven calibrators in the concentration interval of 0–436 pmol/L were prepared by diluting CNCbl with the subtilisin solution. One hundred microliters of calibrator or sample were transferred to light-protected vials (MicroLab), and 10 μL of an aqueous solution of 10-g/L acetaminophen (GlaxoSmithKline) was added as an internal standard before HPLC. For the standard solutions of the different Cbls, postcolumn fractions were collected every 30 s between 10 min and 22 min after sample injection. For the calibrators, only 1 fraction, corresponding to the retention time of CNCbl (15–16 min), was collected. For cohort A, fractions were collected every 30 s between 10 min and 22 min after sample injection. For cohorts B and C, only fractions corresponding to the retention time of CNCbl were collected.

QUANTIFICATION OF CBL IN POSTCOLUMN FRACTIONS

Recombinant unsaturated TC (350 pmol/L; kindly donated by Cobento Biotech, Aarhus, Denmark) in 0.1 mol/L phosphate buffer, pH 8, containing 1 g/L BSA (Sigma–Aldrich) was added to the lyophilized column fractions and incubated at room temperature for 1 h. The amount of the resulting holoTC was measured with an ELISA (16). Quantification of Cbl in the postcolumn fractions was based on the ratio of the absor-
balance signal from the ELISA to the acetaminophen peak areas, as determined with the chromatography software. The 7 calibrators containing CNCbl were used to construct calibration curves.

**METHOD VALIDATION AND STATISTICAL ANALYSIS**

Method imprecision was evaluated with duplicate estimates of a high (180 pmol/L) and a low (15 pmol/L) concentration of TC–CNCbl in 10 analytical runs performed over a period of 2 months. Calculations of intraassay imprecision and total imprecision were based on the recommendations of Krouwer and Rabinowitz (17). Statistical tests were performed with Prism software (version 4.0; GraphPad Software).

**Results**

The method we have developed combines TC immunoprecipitation, enzymatic release of Cbl, HPLC separation, and measurement of Cbl in the postcolumn fractions. The method had an intraassay (total) imprecision of 7%–9% (11–14), as judged from 10 analytical runs of duplicate serum samples with high and low TC–CNCbl concentrations (i.e., 180 pmol/L and 15 pmol/L) measured on 10 days over a 2-month period.

We investigated the change in the Cbl pattern on TC in light-protected serum samples obtained from healthy individuals at baseline and 24 h after oral CNCbl administration (cohort A; Fig. 1A). The mean (SD) increase in OHCbl, CNCbl, AdoCbl, and MeCbl on TC was 4 (4) pmol/L, 32 (6) pmol/L, 2 (4) pmol/L, and 5 (3) pmol/L, respectively (Fig. 1B). Paired t-tests for each of the Cbl forms at baseline and 24 h after oral CNCbl administration showed a highly significant increase in CNCbl concentration ($P = 0.0003$) and a marginal, although significant, increase in MeCbl ($P = 0.03$), whereas no changes were observed for OHCbl ($P = 0.25$) and AdoCbl ($P = 0.37$). These results suggest that a major fraction of CNCbl is transferred unmodified over the ileal epithelium and that measurement of TC–CNCbl could be a sensitive marker of Cbl absorption.

Furthermore, we examined the intraindividual variation of TC–CNCbl by measuring paired samples drawn on 2 separate days from individuals who were not given vitamin B12 supplements ($n = 31$, cohort B). The mean (SD) TC–CNCbl concentration was 1 (1.6) pmol/L (range, 0–10 pmol/L).

To explore the increase in TC–CNCbl amount with prolonged CNCbl administration, we analyzed samples taken before, during, and after 5 days of CNCbl administration ($n = 10$, randomly chosen from cohort C). The baseline samples contained 0–4 pmol/L TC–CNCbl (median, 1 pmol/L). After 1 day, the TC–CNCbl concentration had increased to 7–48 pmol/L (median, 26 pmol/L). Only small additional increases were observed on days 2, 3, and 4 (median, 9, 5, and −2.5 pmol/L, respectively). Two days after cessation of oral intake of CNCbl, the TC–CNCbl had returned almost to baseline concentrations (median, 5 pmol/L; range, 0–14 pmol/L) (Fig. 2).
Our initial studies suggested that measuring TC–CNCbl before and 24 h after an oral CNCbl dose is more useful for assessing the ability to absorb CNCbl than the previously published method involving measuring holoTC before and after 2 days of CNCbl intake (10). To explore this possibility, we examined a third cohort (cohort C, n = 78). The median TC–CNCbl concentration at baseline and 24 h was 2 pmol/L (range, 0–14 pmol/L) and 24 pmol/L (range, 7–65 pmol/L), respectively. The median absolute increase in TC–CNCbl concentration was 23 pmol/L (range, 6–64 pmol/L), and the fractional increase was >3-fold (the increase is indefinite in samples with baseline CNCbl concentrations of 0 pmol/L) in all but 1 patient. This patient had a high baseline TC–CNCbl concentration (14 pmol/L), whereas all of the others had baseline concentrations between 0 and 7 pmol/L.

Discussion

We report that a major part of a test dose of CNCbl is absorbed from the intestinal cells without modification, and we propose that the capacity to absorb vitamin B₁₂ can be evaluated by measuring TC–CNCbl before and after intake of a test dose of CNCbl. Our proposed test is an extension of the CobaSorb Cbl-absorption test, which is based on measuring holoTC before and after CNCbl intake (10). The sensitivity of the CobaSorb test has been judged excellent (12), a finding that supports the conclusion that no passive absorption occurs after administration of a high physiological dose (three 9-μg doses) of vitamin B₁₂. In contrast, the specificity of the CobaSorb test depends on the baseline concentration of holoTC, and use of this test is not recommended if the baseline holoTC concentration is >75 pmol/L (10). Our new test, which we have named C-CobaSorb, has a markedly improved specificity, a conclusion reached by comparing the results obtained for 78 healthy individuals with the C-CobaSorb test (present study) and the CobaSorb test (10).

With the C-CobaSorb test, all but 1 of the studied individuals (baseline CNCbl-TC, 14 pmol/L) were classified as capable of absorbing vitamin B₁₂ according to the following criteria: (a) an absolute TC–CNCbl increase of >6 pmol/L (>3 times the intraindividual variation of 1.6 pmol/L) and (b) a relative TC–CNCbl increase of >3-fold from the baseline sample to the 24-h sample. Until further experience has been accu-
from oral supplements remains unchanged during in-

the circulation.

unchanged on release from the intestinal cell and

ified all of these individuals as absorbers of vitamin B₁₂

crease of 

CouldSorb test either could not classify as absorbing

crease of 

duced CobaSorb test.

Fig. 3). The results suggest that C-CobaSorb may

marker for the absorption of vitamin B₁₂. This finding suggests that a mi-

eral OHCbl and to some degree AdoCbl

ctorate SK. Characterization of an epithe-

at 50% of the Cbl on TC at baseline. CNCbl intake

stantial increase in TC–CNCbl, and the concentration of TC–MeCbl showed a small but

ntake dose of CNCbl is converted into the coenzyme MeCbl form after decyanation in

ytesol

he cytosol

or fraction of the test dose of CNCbl is converted

significant increase. This finding suggests that a mi-

the concentration of TC–MeCbl showed a small but

findings and show that OHCbl accounts for a mean

resultant absorption and that the resulting increase in circulating TC–CNCbl can be used as a sensitive

Author Contributions: All authors confirmed they have contributed to the intellectual content of this paper and have met the following 3 requirements: (a) significant contributions to the conception and design, acquisition of data, or analysis and interpretation of data; (b) drafting or revising the article for intellectual content; and (c) final approval of the published article.

References


2. Birn H, Verroust PJ, Nexo E, Hager H, Jacobsen C, Christensen EI, Møeoustr SK. Characterization of an epithe-

is approximately 460-kDa protein that

cute the ileum, approximately 460-kDa protein that

ners of data, or preparation or approval of manuscript.

nia, whereas the major fraction remains

change on release from the intestinal cell and

In conclusion, we suggest that most of the CNCbl from oral supplements remains unchanged during in-

multiple, we suggest the test be used only if the baseline

CNCbl concentration is <10 pmol/L. With the

CobaSorb test, only 69 of the individuals were classified as capable of absorbing vitamin B₁₂, as judged by an absolute holoTC increase of >10 pmol/L and a relative increase of >22% (11). Of the 9 individuals that the CobaSorb test either could not classify as absorbing vitamin B₁₂ (baseline holoTC >75 pmol/L; n = 8) or had classified as unable to absorb vitamin B₁₂ (baseline holoTC, 68 pmol/L; n = 1), the C-CobaSorb assay classified all of these individuals as absorbers of vitamin B₁₂ (Fig. 3). The results suggest that C-CobaSorb may prove a valuable complement to the previously introduced CobaSorb test.

Previous studies suggested that TC carries primar-

ly OHCbl and to some degree AdoCbl (18). The results with our improved methods for extracting and quantifying circulating TC–Cbl support these findings and show that OHCbl accounts for a mean of 50% of the Cbl on TC at baseline. CNCbl intake produced a substantial increase in TC–CNCbl, and the concentration of TC–MeCbl showed a small but significant increase. This finding suggests that a mi-


zer B, Herbert V. Depletion of serum holo-

1. 56:3 (2010)

2. 723–8.

3. 93–123.

4. 358–56.

5. 1043–9.


7. 394–403.


